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Matrix-assisted laser desorption/ionization (MALDI) mass spectrometry is an important
technique to characterize many different materials, including synthetic polymers. MALDI
mass spectral data can be used to determine the polymer average molecular weights, repeat
units, and end groups. The development of solvent-free sample preparation methods has
enabled MALDI to analyze insoluble materials and, interestingly, can provide higher-quality
mass spectral data. Although the utility of solvent-free sample preparation for MALDI has
been demonstrated, the reasons for its success are only now being discovered. In this study, we
use microscopy tools to image samples prepared using solvent-free methods to examine the
morphology of these samples. The samples are prepared using a simple vortex method. Our
results show that the average particle size of typical MALDI matrices is reduced from their
original tens to hundreds of micrometers to hundreds of nanometers. This size reduction of the
matrix occurs in one minute using the vortex method. We also observe remarkably smooth and
homogeneous sample morphologies for the laser to interrogate, especially considering the
relatively crude methods used to prepare our samples. (J Am Soc Mass Spectrom 2008, 19,
874–881) © 2008 American Society for Mass SpectrometryMatrix-assisted laser desorption/ionization(MALDI) mass spectrometry [1–4] has be-come an important technique to characterize
the chemical structure of many different analytes, in-
cluding industrial polymer materials [5–10]. MALDI
can generate important data on the telomer repeat units,
end groups, and average molecular weights of these
materials. MALDI methods have been developed to
address a broad variety of different polymer materials
containing different chemistries. One of the key issues
in traditional MALDI sample preparation is making
true solutions of the analyte and the matrix [9]. Many
interesting polymeric analytes are either completely
insoluble or present significant challenges in making
analytically useful solutions. To address these issues,
solvent-free sample preparation methods have been
developed. While several groups investigated solvent-
free sample preparation methods at nearly the same
time, the methods developed by Trimpin, Räder, and
coworkers have gained widespread use [11–15]. To
make the sample preparation step easier, less time
consuming, and reduce the risk of cross-contamination,
we developed a simple version of the solvent-free
sample preparation method, now called the vortex
method [16]. Although the utility of solvent-free sample
preparation for MALDI has been clearly demonstrated,
the investigations into why it works and what impact
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MALDI process have only recently begun [17, 18].
To develop increased understanding of the utility of
the solvent-free MALDI sample preparation method,
we have investigated the morphology of these samples
using different imaging experiments—optical imaging
[19], scanning electron microscopy (SEM) [20], atomic
force microscopy (AFM) [21], and time-of-flight second-
ary ion mass spectrometry (ToF-SIMS) [22]. Previous
work has shown the utility of investigating MALDI
sample morphology using imaging methods. We have
used SEM to investigate the morphology of electrospray
deposited samples [23] and used ToF-SIMS imaging to
compare air dry, electrospray, and multiple-layer de-
posited samples [24, 25]. The previous ToF-SIMS ex-
periments demonstrated that increased homogeneous
morphology correlated to improved MALDI success.
We understand this to be the presence of many different
matrix–analyte interactions within the volume of the
focused laser on the MALDI target. By using these three
different imaging techniques, we can obtain high-
resolution area images using SEM, high-resolution
height images using AFM, and ion-specific images
using ToF-SIMS.
In this report, we will show that microscopy imaging
experiments demonstrate a high degree of mixing in
our relatively simple vortex mixing experiments that for
the size scale of the focused laser beam in a MALDI
experiment, generate remarkably homogeneous sam-
ples. We will also show that matrices undergo inter-
esting changes in morphology during vortex mixing,
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The polyethylene glycol (PEG) samples were obtained
from Aldrich Chemical (Milwaukee, WI, USA). The
polymethylmethacrylate (PMMA) and polystyrene (PS)
samples were obtained from American Polymer Stan-
dards (Mentor, OH, USA). The polyethynl formamide
(PEF) samples were produced at Air Products and
Chemicals (Allentown, PA, USA) as research materials.
All of the polymer analytes are relatively low average
molecular mass, with number-average molecular
weights (MN) ranging from about 1000 to 5000 Da. The
samples were prepared for MALDI using the following
matrices: 2,5-dihydroxybenzoic acid (DHB), -cyano-4-
hydroxycinnamic acid (CHCA), ferulic acid (FA), indole
acrylic acid (IAA), dithranol, and diphenyl butadiene
(DPBD), all of which were obtained from Aldrich. All of
the matrices were of a standard grade. No high-purity
grades were used or additional purification done. Sam-
ples doped with a specific cationization agent used
sodium trifluoroacetate (NaTFA) or silver trifluoroac-
etate (AgTFA), both obtained from Aldrich. All chemi-
cals were used as received.
Sample Preparation: Vortex Method
The vortex method [16] involves adding the dry com-
ponents of the analyte (about 0.1–0.2 mg), matrix
(20–40 mg), and cationization agent (trace to 0.1 mg) to
a small glass vial. We typically add the analyte first,
followed by the matrix and then the cationization agent,
but there is no clear reason why the order of addition
would matter to these experiments. Two BBs (premium
grade, 4.5 mm Zn plated, ultra smooth, steel air gun
shot from Daisy Outdoor Products, Rogers, AR, USA)
are then added to the vial. The contents in the vial are
mixed on a vortex mixer for 60 s. A small spatula is used
to remove a few grains of the mixed sample from the
vial and transfer a few grains to the MALDI target.
Using the flat edge of the spatula, and moderate pres-
sure, we flatten the grains of material on the target in a
circular pattern. This process requires only a few rota-
tions and creates a thin film about 2–3 mm in diameter.
Once a thin film is observed on the target, sufficient
material is present for the MALDI experiment. Any
extra material is removed from the target by gently
tapping the target on the benchtop. Apparently the ma-
jority of the material originally transferred to the target is
removed during tapping. A minority of the material
forms the thin film for further analysis.Mass Spectrometry
All of the MALDI experiments were conducted on a
Bruker Biflex III (Billerica, MA, USA) TOF mass spec-
trometer. These experiments were all conducted in
reflectron mode using delayed extraction. The Biflex
was equipped with a nitrogen laser operated at 337 nm
and 3 Hz. The laser fluence was optimized to be slightly
above threshold for ions. The laser fluence was opti-
mized differently for each matrix molecule used de-
pending on their relative absorptivities. The source
conditions of the mass spectrometer were optimized for
mass resolution near the peak of the polymer telomer
distribution. Spectra were collected by moving the
sample target relative to the laser and averaging 125
shots/spectrum. The data were analyzed using Poly-
merix software (Sierra Analytics, Modesto, CA, USA).
Imaging
The optical imaging experiments were conducted on a
Nikon SMZ-U Stereoscope equipped with a Nikon
Digital Sight Camera system, which includes a Nikon
DS-5M camera and Nikon DS-U1 controller unit. The
image forming portion of the digital camera (e.g., the
CCD) is an array of 2560  1920 pixel elements,
equivalent to 5 megapixels, each of which is 3.4  3.4
m in size. The camera captures images in a 12-bit
image depth providing a high level of color density
(212  4096 color shades). Image acquisition and pro-
cessing were performed using EclipseNet (Nikon).
The SEM experiments were conducted on a JEOL
JSM-5910LV scanning electron microscope operated in
low-vacuum mode with a pressure in the specimen
chamber of about 20 Pascals. No conductive metal
coating was applied to the specimens. The accelerating
voltage was 20 kV. All images were collected using the
backscattered electron signal.
Atomic force microscopy experiments were per-
formed using a Digital Instruments Dimension 3000
(Veeco Metrology, Santa Barbara, CA, USA) equipped
with a Nanoscope IIIa controller. All measurements
were obtained in tapping mode with springboard style
etched silicon (RTESP) Nanoprobe SPM tips (Veeco
Metrology, cantilever length 125 m and resonance
frequency of about 350 kHz). All images were acquired
at scan rates of 0.4–0.5 Hz and line densities of 512 
512 pixels.
ToF-SIMS experiments were conducted on a Physical
Electronics (Eden Prairie, MN, USA) TRIFT® II time-of-
flight mass spectrometer equipped with a 69Ga liquid-
metal ion gun. The instrument measures mass via
time-of-flight, but incorporates both a short linear flight
tube and three electrostatic sectors for a curved flight
path. The total flight path is about 2 m. Ions are detected
by a dual microchannel plate (MCP) detector. Only
positive ion mass spectra are reported herein.
For ToF-SIMS experiments, a 600-pA, 25-kV (20-ns
pulse width, 250-nm probe size) unbunched primary
876 HANTON ET AL. J Am Soc Mass Spectrom 2008, 19, 874–881ion beam for high lateral resolution ion imaging were
typically used. The lateral resolution is both sample and
secondary-ion yield dependent, but for our experiments
at 25 kV was typically about 1–2 m. Typical repetition
rates were 5–15 kHz. Total primary-ion doses were less
than 1012 ions/cm2. The raster areas varied from 50 
50 m for high-resolution imaging to 400  400 m.
The secondary ions were extracted using an electric
field imparting 3.2 keV of kinetic energy. Ions experi-
enced 7 kV of post-acceleration just before detection.
The MCP detector was held at 1350 V. Signals from the
detector were processed by a multistop time-to-digital
converter with 138-ps time resolution. Data acquisitions
averaged between 10 and 30 min.
In static SIMS experiments of insulating samples,
surface charging is often a problem. The TRIFT instru-
ment is equipped with a pulsed charge compensator to
mitigate this problem. Unlike previous ToF-SIMS ex-
periments of MALDI samples, where no charging issues
were observed while examining air dry and electros-
pray deposited samples [24], significant problems with
surface charging were sometimes encountered. All of
these experiments were conducted with charge com-
pensation. The charging problems were surprising and
indicate that, despite the relatively crude methods used
to create the thin films to be analyzed by MALDI, this
sample preparation method generated substantially
complete films with little or no leakage through or
around the films. No correlation was discovered be-
tween analytes, matrices, or cationization agents be-
tween samples that showed moderate charging prob-
lems, or samples that showed substantial charging
problems. The charging issues experienced in these
samples also indicate that the lack of charging experi-
enced in the electrospray deposited samples demon-
strates that those films have significant pathways
through the film to the metal target [24].
Results and Discussion
The matrices used in typical MALDI experiments come
from the vendors as rather coarse, solid materials. We
observe significant reduction in the particle size of the
matrix during the vortex mixing. Figure 1 shows optical
images at a 5-fold magnification of the as-received
Figure 1. Optical microscopy with 5magnific
prepared using the vortex method and applied
1.9  2.5 mm.CHCA matrix (left) and a sample of PS 2450 prepared
with CHCA and AgTFA (right). The as-received CHCA
matrix particles are on average 500 m in diameter.
Vortex mixing with subsequent application to the target
results in the formation of particle aggregates which are
about 50 m in diameter. By optical microscopy and
AFM (see following text; see also Figure 4, below) we
observe that these are truly particle aggregates, which
consist of even smaller individual particles. These im-
ages demonstrate a substantial reduction in the typical
particle size of the CHCAmatrix particles with only 60 s
of vortex mixing, followed by application to the MALDI
target.
Figure 2 shows the resulting MALDI mass spectrum
for the sample shown in Figure 1b. The y-axis is ion
intensity. The simple vortex method enables high-
quality MALDI mass spectra of the polymers in this
study. All of the samples for which images are shown
herein produced excellent MALDI mass spectra, similar
in quality to Figure 2. Since these analytes are generic,
low mass polymers, which have been exhaustively
analyzed, further mass spectra are not shown. No
significant information was obtained from the various
mass spectra; moreover, the sample preparation meth-
ods were all successful for MALDI.
Although the typical particle size is greatly reduced,
either the vortex mixing or the spatula application
could be responsible for the reduction in matrix particle
size. To measure the relative impact of each, we ob-
tained SEM images of raw matrix, the sample from the
vortex mixer, and the sample as applied on a MALDI
target. Figure 3 shows the results for a sample of
PMMA 2k prepared with IAA. The top image (Figure
3a) shows the SEM of the raw IAA, as received. We see
large rectangular crystals of IAA. Analyzing the image
in Figure 3a, we observe a typical as-received rectangu-
lar crystal size of about 50–100 m. The middle image
(Figure 3b) shows a substantial change in the morphol-
ogy of the sample after vortex mixing for 60 s. The
sample now shows primarily round particles with a
typical particle size of 4–10 m (diameter). The bottom
image (Figure 3c) shows the same sample after appli-
cation to a MALDI target using the metal spatula with
moderate pressure. The white areas observed in Figure
of the raw CHCAmatrix (a, left) and the sample
Al substrate (b, right). The images shown areation
to an
l for M
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prepared.
The middle (b) and bottom (c) frames of Figure 3
show essentially similar images. The typical particle
size in each image is about 4–10 m. It is clear from
these data that the vortex mixing is primarily responsi-
ble for the reduction in average particle size of the
matrix, and for the change in the shape of the crystals
Figure 2. MALDI mass spectrum of PS 2450 p
AgTFA as the cationization agent. This figure is
polymer samples prepared in this study. Since
polymers, no significant information was obtain
sample preparation methods were all successfu
Figure 3. SEM images of samples of PMMA 2k
sample after vortex mixing (b, middle), sample afterfrom rectangular to round. This experiment indicates
that the application of the sample to the target with the
spatula has little impact on the final particle size ob-
served in the samples. The spatula is simply transfer-
ring the particles generated in the vortex mixing to the
target for analysis. Perhaps the most interesting point is
that this reduction in particle size was accomplished in
only 60 s of vortex mixing.
red solvent-free with CHCA as the matrix and
cal of the MALDI data obtained from all of the
of the polymer analytes are generic, low-mass
rom the various mass spectra, besides that the
ALDI.




spatula application to the substrate (c, bottom).
878 HANTON ET AL. J Am Soc Mass Spectrom 2008, 19, 874–881The change in the IAA local particle shape from
generally rectangular to generally round was very
interesting. Using AFMmicroscopy we investigated the
local shape of different matrices after vortex mixing.
Figure 4 shows AFM images of samples of PMMA 2k
prepared using IAA and CHCA. As observed in the
SEM results, the IAA sample (Figure 4a) clearly has a
round shape after vortex mixing. Comparing the CHCA
image (Figure 4b) to the optical image in Figure 1, we
see another change in the local shape of the matrix
crystals. The CHCA crystals have changed from very
large spherical crystals to much smaller rod-shaped
crystals. The reason for these changes is not yet clear.
The local shape observed is due to the matrix. We
observe this shape change independent of which poly-
mer analyte is prepared with the matrix [26]. This
indicates that the shape change results from physical
deformation of the matrix and not the specific polymer
being analyzed.
Another feature of the AFM images shown in Figure 4
is the high degree of homogeneity of the samples.
Although there is a slight particle size distribution for
each sample analyzed with AFM, the images show a
rather consistent final particle size for each matrix. In
Figure 4a, the particles from the sample prepared with
IAA have a typical diameter of about 250 nm. In Figure
4b, the particles from the sample prepared with CHCA
result in elongate particles that exhibit widths of about
250 nm and lengths of about 1 m. If we compare these
sizes to the as-received matrix crystals analyzed in
Figure 1a (CHCA) and Figure 3a (IAA), we observe a
significant reduction in typical size. The CHCA particles
are reduced in size from about 500 m in diameter to
elongates that are typically 250 nm by about 1 m. The
IAA particles are reduced in size from elongates that are
typically about 70  10 m to spheres that are typically
250 nm in diameter. By volume, an average CHCA
Figure 4. AFM images (10  10 m) of samples
(b, right) as the matrix. The images show that on
size of the matrix, and creates a surprisingly hom
is 500 nm.particle has been reduced by a factor of about a billion[27]. By volume the average IAA particles have been
reduced by a factor of about a million.
Although the shapes are different for samples pre-
pared with IAA and CHCA, the final particle size is
surprisingly consistent for such a simple method as the
vortex method. Previous work has shown a correlation
between highly homogeneous MALDI sample mor-
phology and increased reproducibility of the MALDI
mass spectra obtained [23], whereas we define the
critical size parameter for homogeneous behavior to be
about the size of the laser spot on the target during the
MALDI experiment. Apparently part of the explanation
of the success of the solvent-free sample preparation is
the homogeneous samples that result.
During the AFM experiments, we were unable to
obtain images of the samples prepared with dithranol
as the matrix. The samples made with the dithranol
matrix were simply too rough for measurement by
AFM [28]. The SEM image of a sample of PS prepared
with dithranol and AgTFA shown in Figure 5 demon-
strates why. In Figure 5, we observe two fundamentally
different morphologies, a flat, mostly homogeneous
plain, strewn with large boulders. Although some of the
largest boulders observed in Figure 5 can be identified
as conglomerates of smaller particles, the typical parti-
cle size observed for these large particles ranges from 3
to 10 m. The particles comprising the plain are more
difficult to characterize. Unfortunately, the boulders
were too tall to obtain useful AFM images from the
plain. Even with 500 magnification in Figure 5, the
plain appears homogeneous and featureless. Figure 6
shows a higher-magnification image of the same
sample taken with 2000 magnification in an area of
the smooth plain. Even at 2000 magnification, these
areas look smooth and contiguous. It is difficult to
quantitatively measure a typical particle size, but
these data indicate a particle size after vortex mixing
MMA 2k prepared with IAA (a, left) and CHCA
s of vortex mixing changes the typical particle
eous sample. The vertical scale for both imagesof P
ly 60
ogenof 1 m.
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ogy, we obtained ToF-SIMS images of the same sample
investigated in Figures 5 and 6. Figures 7 and 8 show
ion-specific SIMS images of the sample of PS 2450
prepared with dithranol and AgTFA at different lateral
image resolutions. Figure 7 had a raster area of 250 
250 m, whereas Figure 8 had a raster area of 50  50
m. The ion images shown include the total ion (all
observed ions), dithranol, Ag, Na (Figure 7 only), Al,
and two ion images relating to the PS analyte, intact
telomers, and the typical PS fragment observed at 91
Da. The figures are plotted with a thermal scale show-
ing relative ion intensity. To ease the interpretation of
these figures red  yellow  white.
As mentioned earlier in the experimental section on
the SIMS images, charging was a significant problem in
many of the samples analyzed. This sample (PS 2450
prepared with dithranol and AgTFA, Figures 7 and 8)
was one of the most difficult samples from which to
acquire high-quality SIMS images. This sample (and
many others) were highly insulating in the SIMS and
SEM experiments. The thin film plain observed in
Figures 5 and 6 is quite complete. There are few flaws in
the film that enable the metal substrate to drain excess
electrons and dissipate the charge building up on the
film.
A comparison of the total ion image and the specific
ion images for dithranol and Ag ions in Figure 7 shows
that the large features observed in the total ion image
are composed primarily of dithranol and the Ag salt.
The only trace of the large features observed in the total
ion image found in the other ion specific images is the
hole in the PS 91 Da fragment ion image. Apparently
the matrix boulder has covered the PS material, and no
91 Da ions were observed in that part of the image. For
Figure 5. SEM image of a sample of PS 2450 prepared with
dithranol and AgTFA. The image shows two very different
morphologies, a very smooth and homogeneous plain strewn with
large boulders. Subsequent SIMS analysis shows that excellent
polymer mass spectra are obtained only from the flat regions. The
boulders are assigned as dithranol particles.this matrix, the vortex mixing does not appear to grindall of the matrix to small typical particle size as effi-
ciently as with the other matrices studied. In addition,
during the collection of the SIMS mass spectral data, we
observed that usable mass spectra of the PS telomers
could be obtained only from the featureless, smooth
areas of the sample. The areas that showed distinct
features, or the boulders observed by SEM, did not
produce the PS telomer distributions.
In addition to the boulders observed in Figure 7,
Figures 7 and 8 show largely homogeneous regions of
the components of the sample. We cannot distinguish
individual particles in these images, so the average
particle size must be less than about 1 m. In this
smooth, homogeneous plain, the dithranol, PS, and Ag
ions are rather evenly distributed. These images show
essentially the same behavior as previously reported for
electrospray deposition samples [23]. In both deposition
methods we observe evenly distributed matrix, analyte,
and salt in the SIMS images. This even distribution of
the key sample components may be an important part
of the reason why the vortex method can produce such
high-quality mass spectra. In practice, during the
MALDI experiment, the necessary components of the
experiment (analyte, matrix, and cationization agent)
are all plentiful and available within the area of the laser
spot on the target. The absence of solvent may aid these
experiments by eliminating the crystallization effects
that impart heterogeneous morphology to some solvent-
based MALDI samples [14]. Now that we observe the
high degree of homogeneity in these samples, the key
question is how 60 s of vortexing and a simple spatula
transfer can create such a homogeneous thin film for the
MALDI experiment to interrogate?
To examine the quality of the thin films, we also
mapped the images of the Al ion, from the aluminum
MALDI target. In both Figures 7 and 8 we see a low
signal level, homogeneous image for Al. Initially, we
Figure 6. SEM image of a sample of PS 2450 prepared with
dithranol and AgTFA. This image is higher magnification (2000)
of a smooth region in Figure 5. Even at 2000, we observe a very
smooth, continuous film. It is difficult to quantitatively measure
the typical dithranol particle size from these images.
880 HANTON ET AL. J Am Soc Mass Spectrom 2008, 19, 874–881thought these ions represented small pinholes in the
film, but these samples also showed many charging
issues, even with the charge compensation operating.
Another source of these Al ions is that during the
spatula application process, the stainless steel spatula
scratches the Al target, creates some very small particles
of Al, and distributes them evenly in the sample. Since
stainless steel is much harder than Al, we would expect
the spatula application to scratch the Al substrate. The
charging observed in the SIMS experiment is not con-
sistent with the Al ions coming from imperfections in
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Figure 7. ToF-SIMS ion specific images obtaine
and AgTFA taken with a low lateral resolution (
the SEM data showing a homogeneous plain
containing matrix and salt.






Figure 8. ToF-SIMS ion specific images obtaine
and AgTFA taken with a high lateral resolution
of the sample. These data show a homogeneous plaispatula to transfer the sample from the vortexing vial to
the MALDI target showed no significant Al ion inten-
sity. These data support the idea that the observed Al
ion images are the result of using the metal spatula
during the sample preparation.
Conclusions
Using AFM, SEM, and SIMS images, we have demon-
strated that the relatively simple vortex method for
solvent-free sample preparation for MALDI creates
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881J Am Soc Mass Spectrom 2008, 19, 874–881 IMAGING SOLVENT-FREE PREPARED MALDI SAMPLESples. The images show that 60 s of vortexing fundamen-
tally changes the size distribution and the shape of the
matrix crystals. The SEM and the SIMS data show high
levels of charging, indicating that these thin films have
few flaws that might dissipate the charge. The individ-
ual ion images from the SIMS experiment show that the
matrix, analyte, and cationization agent are evenly
distributed throughout the images.
The homogeneous distributions in thin films helps to
explain the high data quality obtained from the vortex
prepared samples. How the simple vortex method
distributes all of the components of the sample so
quickly and evenly is still unknown.
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